[Accuracy of ultrasound measurements of the axial length of the eye].
Ultrasonic assessment of the axial length of the eye provides important baseline data for the calculation of the dioptric power of an artificial intraocular lens. The accuracy of ultrasonic biometry performed by an OPHTASCAN B apparatus is discussed based on evaluation of a group of repeated measurements of the axial length and depth of the anterior chamber in 592 bulbi.